Introduction {#sec1}
============

Accurate absolute quantitation of radioactivity concentration is a requirement for the use of positron emission tomography (PET) to monitor disease response. In the presence of respiratory motion, however, quantitative PET becomes challenging for 2 distinct reasons. First, the long image acquisition time required produces images that represent the average of many respiratory cycles, which introduces blurring and reduces the standardized uptake values (SUV). Second, CT scans used for attenuation correction (AC) have comparatively fast acquisition times. This produces images that represent a much shorter time frame within the respiratory cycle that can create a mismatch in breathing phases between the PET and computed tomography (CT) scans giving rise to artifacts and affect SUV values ([@B1]--[@B23]). It was hypothesized that in the presence of tissue density differences (eg, lung), the quantitation of gated PET (4D-PET) radioactivity is improved with phase-matched (PM) gated CT (4D-CT) for AC than with AC with a standard helical CT (hCT).

However, there is a cost to gated PET, which is that by dividing the PET data into shorter time bins, the total counts left to reconstruct the image are substantially reduced, leading to increased noise in the image. Although this has minimal effect on measures such as SUV~mean~, it can have a substantial effect on the SUV~max~, especially in cases where the signal-to-background ratio is low. Because partial volume averaging in PET has the effect of decreasing activity in regions of higher signal and increasing activity in regions of lower signal, the difference in signal-to-background ratio will have an impact on the amount of partial volume averaging observed. For this reason, it is important to assess whether 4D-PET and 4D-CT are equally important under these low signal-to-noise ratio conditions.

Acquiring PET images of a moving target can be performed in a number of ways ranging from nongated to gated with 4D-CT PM AC. Other researchers have suggested a variety of AC methods such as using 4D maximum intensity projection (4D-MIP) of 4D-CT (4D-CT-MIP) ([@B1], [@B18], [@B24]), of PET (4D-PET-MIP) ([@B18], [@B25]), a fusion of the 4D-CT-MIP and 4D-PET-MIP ([@B19]), quiescent period gating ([@B10]), or the use of a time-averaged midposition 4D-CT created from applying deformable registration on all phase bins ([@B22], [@B23]). Scanner manufacturers have also been working toward improved 4D gating and have made reconstruction options available such as Q. Freeze on the GE (GE Healthcare, Chicago, IL) platform (phase-based gating) ([@B24], [@B26], [@B27]) and HD-Chest on the Siemens (Siemens Healthineers, Erlangen, Germany) platform (amplitude-based gating) ([@B5], [@B16], [@B17]). The methods analyzed in this study included those available on our GE Discovery 610 PET/CT system and are listed in [Table 1](#T1){ref-type="table"}.

###### 

4D Respiratory PET Motion-Correction Options

  --------------------------------------------------------------------------------------------------------------------------------
  Name                     Nongated           Nongated (100)   hCT-AC        PM AC         Q. Freeze
  ------------------------ ------------------ ---------------- ------------- ------------- ---------------------------------------
  PET                      Nongated (1 Bin)   Nongated         6 Bin Gated   6 Bin Gated   6 Bin Gated\
                                                                                           (Registered)

  Time Per Bin (seconds)   600                100              100           100           600^[a](#TF1-1){ref-type="table-fn"}^

  CT used for AC           Helical CT         Helical CT       Helical CT    4D-CT         4D-CT
  --------------------------------------------------------------------------------------------------------------------------------

^a^Using Q. Freeze, the 6 PET bins are registered together and then averaged, resulting in a single motion-corrected 600-second noise-equivalent bin.

A large number of papers have investigated the effects of gated PET in both phantom ([@B1], [@B3]--[@B5], [@B18], [@B20], [@B27]) and clinical situations ([@B6]--[@B10], [@B12], [@B13], [@B18], [@B21]--[@B26], [@B28], [@B29]). However, the methods of analysis differed greatly, and most of them investigated only high signal-to-background scenarios found in fluorodeoxyglucose (FDG) (SUV ≥5 even in lung nodules imaging ([@B12]) while only a small minority ([@B22], [@B29]) mentioned hypoxia imaging with its much lower signal-to-background ratio ([@B30]--[@B31]). Although all have shown advantages of performing gated PET, the improvements from using a 4D-CT for AC have been less clear ([@B1]--[@B4], [@B26]), and therefore, the use of 4D-CT and its additional radiation dose to the patient needs to be justified. In the work done by Nyflot et al ([@B1]), the results of AC with 4D-CT were comparable with those of hCT, and only the MIP-CT-based AC was able to fully recover the loss of PET signal due to motion. The authors did acknowledge that this may be a result of overcorrection owing to the artificially high CT values generated by the use of MIP.

Much of the above reported work compared SUV~max~ only between methods. The SUV~max~ represents only a single voxel of an entire PET image, and as PET images are inherently noisy, SUV~max~, although a mainstay of PET analysis, can change considerably under different reconstructions. SUV~max~ is typically used in PET, as it is not affected by variations of region of interest definition.

Many studies ([@B1], [@B3], [@B14]--[@B15], [@B24]) in the literature that analyze 4D-PET look at the SUV~max~ difference between the nongated and gated PET, but in many cases, the effect of additional noise in the gated PET and its impact on SUV~max~ is not mentioned. Some authors do correct for this using a shortened nongated PET image ([@B6], [@B17]) to do a proper comparison between SUV~max~ of gated and nongated scans. Other metrics such as SUV~peak~ ([@B32]--[@B33]) or SUV~mean~ may better represent the actual improvements occurring when comparing nongated to gated PET. For these reasons, all 3 methods are investigated in this work to investigate which ones are most impacted by 4D motion.

Most of the work done with 4D-PET has been performed using ^18^F-FDG which typically has higher tumor uptake ([@B14]), yielding a higher signal-to-background ratio than other radiotracers such as the hypoxia marker ^18^F-fluoroazomycin arabinoside (FAZA-PET). Hypoxia is correlated with radioresistance and metastases, which are associated with poor outcomes ([@B34]). As such, accurate identification of hypoxic regions within tumors could allow for improvements in staging and dose escalation in these regions during treatment planning. These radiotracers offer the potential to evaluate the hypoxic status serially over time and in response to treatment in individual patients.

In this study, we evaluate phantom-simulated lung imaging with respect to the estimation of hypoxic fraction ([@B30]--[@B31]). Though previous work has validated the use of 4D-PET in high signal-to-background environments, the present study seeks to validate those conclusions and also to look at the specific case of low signal-to-background situations as seen with FAZA.

The efforts of Mortenssen ([@B30]) and Muzi ([@B31]) have established the groundwork for quantitative hypoxia imaging, an additional investment in scientific investigation, international collaboration, and clinical research is required to mature these methods to the point of broad dissemination and collective learning ([@B35]). These efforts include addressing the technical challenges of PET and CT scanner calibration, developing standardized imaging protocols, accommodating physics-related artifacts (eg, scatter and partial volume effects). Towards this goal, the effects of 4D-PET on the simulated hypoxic fraction ([@B30]--[@B31]) will also be investigated. A novel phantom insert was created which incorporates not only a lung and tumor compartment, as in the work of Nyflot et al. ([@B1]), but also a third "muscle/blood" surrogate compartment to allow for the generation of the hypoxic threshold ([@B30]--[@B31]) used in calculating the hypoxic fraction.

This work aims to validate existing work relating to 4D-gated PET in terms of different SUV-based metrics (max, peak, and mean) at low signal-to-noise levels while additionally exploring the effect on hypoxic fraction quantification.

Methods {#sec2}
=======

Phantom Design {#sec2-1}
--------------

A new adaptable insert for the Modus Medicals (Modus QA, London, ON, Canada) QUASAR™ Programmable Respiratory Motion Phantom was developed for this study. This computer-controlled phantom allows the simulation of arbitrary breathing patterns (including those obtained with the Varian RPM video camera--based system). The phantom is shown in [Figure 1](#F1){ref-type="fig"}. Cylindrical inserts, within a torso-shaped acrylic shell, move in the superior/inferior direction with varying speeds and amplitudes.

![Custom-made 4D positron emission tomography (PET) insert for the Modus Medical QUASAR TM Programmable Phantom. (A) Modus Phantom and custom-made fillable spherical insert with a separator plate to create a third "muscle/blood\' surrogate compartment (dashed rectangle in panel C). (B) Photo of 3-section insert (lung, tumor, and surrogate), (C) a corresponding computed tomography (CT) image, and (D) the fused PET-CT image of a static scan and one in motion without gating (E).](GP-TOMJ200027F001){#F1}

We have designed, and built, a 4D-PET insert compatible with this motion platform to explore image quality issues brought on by breathing motion in 4D-PET-CT. The insert is a hollow acrylic cylinder with a removable "target" lesion. For this study, we have built a spherical target with a 30-mm inner diameter. The cylinder and target can be filled separately to allow for varying signal-to-background ratios. In addition, the insert can be filled with polystyrene beads to mimic lung density.

In the assessment of hypoxia by PET-CT with FAZA or other radiotracers such as ^18^FMISO, typically the signal in the tumor is compared with a reference nonhypoxic surrogate such as blood or muscle to determine the level of hypoxia. To evaluate the effect of 4D-PET in this analysis, the 4D phantom insert was designed with an additional background surrogate section which would not contain the polystyrene beads and would represent the muscle or blood ([Figure 1, B and C](#F1){ref-type="fig"}).

Experimental Setup {#sec2-2}
------------------

A moderately low signal-to-background ratio of 4:1 was evaluated for the experiments detailed in the following sections based on clinical experience with FAZA in lung tumors. An additional lower signal-to-background concentration level of 2:1 was tested when evaluating the impact of gating on hypoxic fraction.

### Phantom Motion. {#sec2-2-1}

For each setup, the phantom was imaged under conditions of no motion to generate a baseline static image with which to compare the 4D-PET results. A sinusoidal waveform with a breathing frequency of 15 BPM and amplitude was set to 0.5, 1, and 2 cm of peak-to-peak motion based on experience with patients.

### Image Acquisition. {#sec2-2-2}

All phantom scans were acquired on a GE Discovery 610 system using the clinical lung protocol consisting of: Low-dose hCT for AC.PET acquisition: axial fields of view;list mode on; andrespiratory gating using the Varian RPM motion tracking system.4D-CT: using the Varian RPM motion tracking system.

The PET data were binned into either 1 (nongated) or 6 bins and reconstructed on the GE Discovery Console using the hCT and the MP of the 4D-CT for AC. The PET acquisitions were performed with the clinical protocol of 10 minutes and 2 bed positions.

An additional reconstruction of only the first 100 seconds of the nongated phantom image was performed as discussed by Guerra et al. ([@B6]) to ensure noise characteristics are even between the nongated and gated images.

### GE Q. Freeze. {#sec2-2-3}

GE provides an optional motion correction package for their PET-CT systems marketed as "Q. Freeze". This software performs deformable registration on the gated PET image to 1 reference gate. The resulting registered 6 PET volumes are then averaged to provide a new PET image. This Q. Freeze PET image should then provide a motion-corrected image with minimal or reduced blurring while keeping the noise level properties of a nongated PET.

### Effect of Different hCTs on the Resulting 4D-PET Images. {#sec2-2-4}

To assess the impact of the variability of the hCT and 4D-CT acquisitions on the 4D respiratory-gated PET images, a reproducibility experiment was performed. This set of experiments was performed at 4:1 signal-to-background ratio and 2-cm amplitude where a single gated PET was obtained alongside 10 separate hCTs and 10 separate 4D-CTs. The exhale bin ([@B36]) (ie, bin 4 of 6) of the gated PET was then reconstructed using each of the 10 4D-CT exhale bins as well as from the 10 hCT s.

Image Analysis {#sec2-3}
--------------

Images were downloaded from the GE system in DICOM format and then imported into MIM (MIM software, Cleveland, OH) where the corresponding CT and PET were selected and registered and then sent to MATLAB (The MathWorks Inc., Natick, MA) for analysis.

A MATLAB script was run on each volume that determined the location of the center of mass (weighted based on PET activity) of the activity contained within the sphere. The weighted center of mass was then used to create a virtual 30-mm spherical region of interest at that location for analysis.

These generated spherical regions were used in each AC method to calculate the various metrics at each phase bin. Hence, a direct comparison between AC methods at each phase bin could be made. The activity measurements from the static scan were also quantitated to determine deviations from the known injected activity.

The measured radioactivity in a 1-cm ROI surrounding the highest activity region of the sphere ([@B33]) (SUV~peak~) was determined for each phase of motion for all 4D-PET data with hCT for AC and PM 4D-CT for AC.

An additional cylindrical region was created in the background "surrogate" region for the HF and signal-to-background calculations. Sphere-to-background ratios were calculated using the sphere peak or max and surrogate section mean. The hypoxic fraction was calculated using a threshold defined as either the mean of the surrogate section plus 3 standard deviations as per Mortensen et al. ([@B30]) or the surrogate multiplied by a factor as per Muzi et al. ([@B31])

Results {#sec3}
=======

Effect of Gated PET on Radioactivity Recovery in 4D-PET at Low Signal-to-Background Ratio {#sec3-1}
-----------------------------------------------------------------------------------------

The results of the 4:1 signal-to-background scan with the phantom at 15 BPM and 2-cm peak-to-peak amplitude are displayed in [Figure 2](#F2){ref-type="fig"}. The maximum pixel ([Figure 2A](#F2){ref-type="fig"}) value is increased when compared with the static scan as a result of the images becoming noisier when binned which decreases the counts by a factor of 6 ([@B10]). To confirm this fact, an additional reconstruction was performed for each of the scenarios which used only the first 100 seconds (nongated 100 seconds) of each axial field of view of the acquisition to maintain the same noise properties as the gated PET images (600 seconds per axial field of view for 4D-gated PET/6 bins = 100 seconds per bin).

![Effect of low signal-to-background ratio on 4D-PET results. Comparison of nongated PET (blue), helical attenuation correction (AC)-gated PET (red), phase-matched (PM) (green)-gated PET, and Q.Freeze-gated (orange) to the static scan at a motion amplitude of 2 cm analyzed by max (A), peak (B), and mean (C). Error bars on the PM- and helical AC-gated images represent the standard deviation of the 6 bins.](GP-TOMJ200027F002){#F2}

The max of the nongated 100 seconds is increased for 0.5-, 1.0-, and 2.0-cm motion confirming that increased noise is playing a larger role than the blurring effect caused by motion. Interestingly, the GE Q. Freeze reconstruction reduces the max value in all situations as compared to the PM images as a result of the decreased noise resulting from the averaging performed across all PET bins using the method ([@B6]).

The effect of gated PET on the SUV~peak~ and mean is only subtly observed with an amplitude of 0.5 cm (2%--3%) but increases to as much as 9% at 1-cm amplitude. At 2-cm amplitude, the mean activity is decreased by 20.1% and the helical CT AC, PM AC, and Q. Freeze methods reduced the decrease to −7.2, −8.2, and −8.7% respectively. The same correction is less evident with peak where there is only weakly significant (*P* \< .05) correction in the PM AC and Q. Freeze methods and none with hCT-AC (*P* \> .05).

Each reconstruction approach provided a significant increase in mean PET signal as compared with nongated (*P* \< .01); however, there was no significant difference between the approaches in terms of peak (*P* \> .05) or mean activity (*P* \> .05), as helical CT AC, PM, and Q. Freeze all provided very similar results.

Signal-to-Background Recovery {#sec3-2}
-----------------------------

As in the previous section, the effect on the sphere-to-background ratio (designed to be 4:1) based on the maximum value is misleading ([Figure 3A](#F3){ref-type="fig"}) as the increase in signal-to-background is purely the product of greater noise. This is abundantly clear as the signal-to-background levels are actually even higher than the ones obtained in the static case. Note: the experimental setup produced a signal-to-background ratio of 3.95:1 as measured by a well counter. However, the peak intensity of a small 3-cm sphere is still affected by partial volume effect which resulted in a sphere to background ratio of 3.6:1 based on the static sphere.

![Effect of 4D-PET on sphere-to-background ratio. The sphere-to-background ratios of the nongated PET (blue), helical AC-gated PET (red), and PM- (green) gated PET analyzed by max (A) and peak (B) versus surrogate mean. Error bars on the PM- and helical AC-gated images represent the standard deviation of the 6 bins.](GP-TOMJ200027F003){#F3}

Because the effect of 4D-PET on the SUV~peak~ at 0.5 or 1 cm was \<5% in the previous section, it was expected that similar effects on the image-derived signal-to-background ratios would be observed. This was confirmed in [Figure 3](#F3){ref-type="fig"}, as the signal-to-background ratios were reduced from 3.6 to 3.5 (3%) or 3.4 (6%) at 0.5 and 1 cm amplitude respectively.

Under conditions of 2-cm motion, the sphere (peak)-to-background ratio decreased by as much as 11% while 4D gating for PET could recover about 5% of this for PM AC and Q. Freeze. Attenuation correction with hCT could not affect a similarly significant change and resulted in sizeable variance, which will be investigated in the section entitled "Evaluating the Difference between 4D-CT and Helical CT Attenuation Correction on 4D Respiratory Gated PET."

Effect on Hypoxic Fraction {#sec3-3}
--------------------------

The simulated "hypoxic fraction" of the sphere is derived from the fact that, owing to partial volume effects, not all the parts of the sphere will have equally high intensity. As such, in the absence of partial volume effect, the sphere should have a hypoxic fraction of 1. However, partial volume averaging works as a surrogate for nonhypoxic regions in this case and as such the effect of 4D-PET and motion on hypoxia measurement can effectively be estimated ([Figure 4](#F4){ref-type="fig"}). Because of this approach, the 4:1 signal-to-background was too high to detect differences in the reconstruction and gating technique so an even lower 2:1 signal-to-background was used for these experiments.

![Effect of 4D-PET on simulated hypoxic fraction calculation. Hypoxic fraction generated by either a noise-based threshold (A) or a fixed threshold (B) is displayed for the experiment performed at a 2:1 signal-to-background ratio. Error bars on the PM and helical AC-gated images represent the standard deviation of the 6 bins.](GP-TOMJ200027F004){#F4}

The hypoxic fraction can be calculated in 2 different ways. Mortensen et al. ([@B30]) rely on looking at the region of the tumor with a signal greater than a threshold of the mean activity in a nonhypoxic area (typically muscle) plus 3 times the standard deviation in the region. Thus, as the nonhypoxic area becomes noisier, the hypoxic fraction will be reduced. Muzi et al. ([@B31]) use fixed cutoff values between 1.2 and 1.4 times the surrogate (typically blood) activity to define the cutoff.

In [Figure 4](#F4){ref-type="fig"}, the hypoxic fraction is calculated using both approaches. When using the noise-based method ([@B15]) ([Figure 4A](#F4){ref-type="fig"}) the hypoxic fraction is reduced 5% even under static conditions when comparing the nongated and nongated 100 images, owing to the fact that as noise levels are increased, the resulting higher threshold lowers the hypoxic fraction. This same effect is not evident when using a fixed (1.4 x mean) threshold ([Figure 4B](#F4){ref-type="fig"}).

The motion results for the noise-based hypoxic fractions ([Figure 4A](#F4){ref-type="fig"}) are interesting but not unexpected. In all cases, the nongated (100 seconds) have a reduced hypoxic fraction owing to the combination of increased noise and motion blur (−10%, −15%, and −30% at 0.5-, 1-, and 2-cm motion). For the gated results, both hCT and 4D-CT-corrected image sets are able to recover most of the hypoxic fraction at 2-cm motion (from 0.44 to 0.68 and 0.70, respectively). Q. Freeze interestingly recovers all of the lost hypoxic fraction because of the fact that it decreases the noise, thereby decreasing the hypoxic threshold, while simultaneously decreasing motion blur. This effect is completely eliminated when the hypoxia threshold is selected based on the mean × 1.4 ([Figure 4B](#F4){ref-type="fig"}). The plot of fixed threshold hypoxic fraction shows a lower static hypoxic fraction owing to the higher threshold using mean × 1.4; however, the same 30% reduction in hypoxic fraction at 2-cm motion is detected. In the absence of noise-based thresholds, all 3 gating/reconstruction methods are able to recover the hypoxic fraction lost because of motion blur.

Evaluating the Difference Between 4D-CT and Helical CT Attenuation Correction on 4D Respiratory-Gated PET {#sec3-4}
---------------------------------------------------------------------------------------------------------

Because the hCT-attenuated gated PET images provided very similar results to the 4D-CT PM for all metrics investigated through the previous sections, an additional 4:1 signal-to-background experiment was performed in which 10 different hCT s and 10 different 4D-CTs were used to reconstruct with the same gated PET data. The results of these scans are displayed in [Figure 5](#F5){ref-type="fig"}.

![PM AC provides a more precise recovery of PET signal than helical AC. Box and whisker plots of max (A), peak (B), and mean (C) PET activity compared with static are displayed. Each CT scan was repeated 10 times, resulting in n = 10 of each PET series.](GP-TOMJ200027F005){#F5}

As in the previous sections, both the max and peak activity show an increase in activity because of decreased bin time, while as expected, the 4D gated PET results show a substantially higher value than nongated results. Although the mean percent differences in terms of both max and peak for hCT and 4D-CT are not significantly different from each other (*P* \> .05), in both cases, the precision of the 4D-CT PM reconstruction is much higher than the hCT corrected data (σ^2^ hCT-AC = 5.5%/4.7%, σ^2^ 4D-CT-AC = 0.5%/0.6% \[max%/peak% variance\]). This result is also evident in the mean activity where both the helical and 4D-CT data are corrected almost back to the static scan and the helical data have a slightly higher (although nonsignificant) mean than the 4D-CT (σ^2^ hCT-AC = 2.7%, σ^2^ 4D-CT-AC = 0.7%). This suggests that while the mean value achieved with hCT-based AC will be the same as 4D-CT, there can be a significant impact on max or peak values depending on where the hCT catches the tumor in the breathing cycle.

Discussion {#sec4}
==========

4D respiratory-gated PET, using any of the 3 selected methods illustrated (hCT, PM, or Q. Freeze), was effective under situations of motion \>1 cm in reducing or eliminating motion blur. However, there was only a limited difference between the methods of gating in terms of max, peak, or mean activity. To demonstrate the importance of performing 4D-CT-based AC, the final reproducibility experiment was performed showing that there was a dramatic increase in precision when using 4D-CT vs helical AC. Thus, depending on when the hCT is started in the breathing cycle, the quantitative results differ, whereas for 4D-CT, the quantitative results are stable.

This effect is seen solely as a result of the AC approach, as both sets of experiments used the exact same list mode PET data. The importance of the accurate CT measurement provided by 4D-CT stems from the fact that if the hCT yields density values lower than reality, the PET image will be undercorrected, leading to lower activity values. Conversely, higher CT density values can lead to overcorrection and higher PET values.

To confirm this fact, the CT number of a larger 6-cm spherical region of interest surrounding the actual sphere (3 cm) was plotted against the resulting radioactivity for each phase of each of the 10 sets of hCT attenuation corrected images in [Figure 6](#F6){ref-type="fig"}. A larger sphere was required, as the density within the sphere affects not only the AC for PET but also the entire area surrounding the sphere between the signal and detector; 6 cm was selected, as it represents the size of the sphere plus the amplitude of motion where differences in the CT value will be detected.

![Depending on where the helical CT (hCT) catches the sphere in the breathing pattern (top), there is a clear correlation (R^2^ = 0.99 for nongated, R^2^ = 0.94 for helical gated) between mean sphere radioactivity (kBq) and CT number (HU) (bottom) for the 10 different hCTs used to generate the nongated and gated hCT-AC-based PET acquisitions. The 4D-CT numbers remain clustered and produce similarly clustered pet activity values.](GP-TOMJ200027F006){#F6}

This figure shows that there is a clear correlation (R^2^ = 0.992 for nongated and 0.94 for helical-gated) between the CT number and radioactivity, which is not unexpected. The difference between the lowest and highest values was 13% for the same original PET data. [Figure 6](#F6){ref-type="fig"} also shows how hCT-corrected 4D-PET values can sometimes be higher or lower than their corresponding 4D-CT values because of either over- or undercorrection of the PET values based on the CT. The 4D-CT values show up in a cluster with very similar CT numbers (between −399 and −420 HU) and as a result generate a much more precise and consistent set of PET values than their hCT-corrected counterparts. These results are consistent with the findings of Kruis et al. ([@B28]), who found a strong correlation between average CT number and SUV~mean~ in primary lung tumors of 32 patients with lung cancer. Holman et al. ([@B20]) investigated the impact of density and motion on gated PET image reconstruction in FDG and FMISO. They also reported that lung CT density changes due to lung compression/expansion, and location mismatch, or breathing cycle changes could result in PET/AC-map mismatch, and thus significant PET quantitation errors.

One limitation of this study is that all the work was performed on a sinusoidal breathing curve, and as a result, the coregistration between the 4D-gated PET and 4D-CT was very good. It has been suggested by Nyflot et al. ([@B1]) that the errors in CT gating in clinical examples could result in errors in PET AC even when performing 4D-CT. Our work supports that hypothesis and also attempts to quantify it using the 10 separate hCTs that also simulate the effect of poor registration.

In some reported work ([@B1], [@B18], [@B24]) an MIP from a 4D-CT was used to perform the AC. We argue that this will generally overcorrect the PET value, as the CT values will be higher owing to the nature of an MIP, and [Figure 6](#F6){ref-type="fig"} supports this fact. However, the GE system used in these experiments did not have the ability to reconstruct from an MIP CT image to prove this conclusively. Caution should be taken using CT-MIPs when breathing patterns are irregular in amplitude or periodicity ([@B37]), and Callahan et al. ([@B18]) suggest these may not help under conditions of poor soft tissue contrast (eg, tumors neighboring other soft tissues, heterogeneous tumors, etc.).

Much of the reported literature ([@B1], [@B14], [@B15], [@B24]) in the area of 4D-PET compares only SUV~max~ values between different methods, while many other works ([@B6], [@B11], [@B12]) use the "Best Bin" to determine which method has the higher recovery of signal. This method of analysis performed as the SUV~max~ is less sensitive than the effects of region of interest selection and partial volume averaging. Despite these arguments in their favor, this approach must be performed using a great deal of caution, especially for studies with limited signal-to-background ratios and high noise levels (eg, images using FMISO, FAZA, etc.). By displaying the nongated PET results using both a 600-second and 100-second PET-CT in [Figures 2](#F2){ref-type="fig"} and [3](#F3){ref-type="fig"}, it is clear that by decreasing the scan duration, the max value will increase purely because of the noise. If solely using the max for comparison, it is imperative that the same noise level be kept consistent when comparing results (ie, nongated 100 seconds to PM AC-gated).

In a small-scale study by Watanabe et al. ([@B29]) comparing nongated to gated FMISO-PET images of 5 patients with non--small cell lung cancer, it was reported that hypoxic volumes and other hypoxia quantitative metrics were significantly higher after gating. Unlike the present study, their group quantified hypoxia-based only on SUV~mean~ values of the tumor and reference muscle (and venous blood was sampled and cross-calibrated, not imaged). Nevertheless, they stated that applying 4D-PET gating is necessary to avoid underestimating tumor hypoxia from nongated PET scans.

The Q. Freeze software provided a means to generate a single motion-corrected PET while maintaining the noise levels from the nongated PET image. This approach was relatively efficient and only took a few minutes to run for each scan. As shown by others ([@B26]--[@B27]), Q. Freeze had the effect of reducing the SUV~max~ in many cases but as discussed this does not mean it was as ineffective relative to other metrics such as SUV~mean~ and SUV~peak~, which were corrected to the same degree as the PM AC-gated images. This suggests that Q. Freeze (and comparable motion correction algorithms provided by other manufacturers ([@B5], [@B16], [@B17]) may be useful when calculating a metric such as hypoxic fraction using the Mortensen method ([@B30]), which relies on image noise levels to provide quantitative results.

Conclusion {#sec5}
==========

It has been widely accepted that 4D gating of PET data is a vital means of creating accurate 4D-PET images for studies with significant respiratory motion (albeit with increased noise). What has been less clear was whether 4D-CT was a valuable addition to this approach if the mean PET activity was not significantly increased. The results of this work confirm those of other literature of the benefits of PET gating using PM AC 4D-CT and also provides a detailed explanation of why 4D-CT is beneficial in the clinic to avoid high variability in PET SUV when there is motion above 1 cm. This work also investigated the effect of 4D gating at low signal-to-background scenarios as observed with low-avidity radiopharmaceuticals. Volume measurements with low activity are susceptible to stochastic noise when images are acquired for short times, which can also affect quantitative hypoxia values. It is recommended to use fixed hypoxia thresholds in these scenarios, or apply reconstruction methods such as Q. Freeze that use image averaging to reduce PET noise.

Abbreviations: PETpositron emission tomographyCTcomputed tomographyACattenuation correctionSUVstandardized uptake valuesPMphase-matchedhCThelical CTFDGfluorodeoxyglucose
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